MicrotoxOmni Test Report

Date: 7/29/2010 09:02 PM

Test Protocol: Basic Test

Sample: StrongSeal TOunfilter

Toxicant: -

Reagent Lot no.: -

Test description: -

Test name: StrongSealTOUnfiltered

Database file: C:\Program Files\MicrotoxOmni\db1lbtmd
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5 Mins Data: 15 Mins Data:
Sample Conc lo It Gamma % effect It Gamma % effect
Control 0.000 90.95 89.22 0.9810# 85.69 0.9422 #
Control 0.000 88.89 89.74 1.010 # 86.07 0.9683 #
1 5.625 83.12 58.15 0.4226# 29.71% 56.57 0.40338t75%
2 5.625 99.07 70.51 0.3984# 28.49% 68.71 0.3773#39%
3 11.25 99.89 4546 1.187# 54.27% 44.90 1.125 £.9486
4 11.25 100.86 44.99 1.231# 55.18% 45.72 1.105%.54%
5 2250 93.05 29.91 2.096# 67.70% 29.81 1.982 8.4686
6 2250 88.77 27.34 2.232# 69.05% 28.05 2.023 8.928%
7 45,00 99.65 19.43 4.104# 80.41% 19.94 3.774 8.05%0
8 45,00 96.30 19.66 3.875# 79.49% 20.66 3.452 #.54%0

# - used in calculation; * - invalid data; D - delé from calcs.

Calculations on 5 Mins data:

EC50 Concentration:11.42% (95% confidence ran@.®to 13.07)
95% Confidence Factor: 1.144

Estimating Equation:LOG C =0.9123 x LOG G +1.058

Coeff. of Determination (R2):0.9744

Slope: 1.068

Correction Factor: 0.9953

Calculations on 15 Mins data:

EC50 Concentration:12.18% (95% confidence range/.(lth 13.87)
95% Confidence Factor: 1.139

Estimating Equation:LOG C =0.9310 x LOG G +1.086



Coeff. of Determination (R?):0.9749
Slope: 1.047
Correction Factor: 0.9552
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